Reliability of measuring the fat content of the lumbar vertebral marrow and paraspinal muscles using MRI mDIXON-Quant sequence

Yong Zhang* Zhuang Zhou* Chao Wang Xiaoguang Cheng Ling Wang Yangyang Duanmu Chenxin Zhang Nicola Veronese Giuseppe Guglielmi

From the Department of Radiology (Y.Z., X.C., xiao65@263.net, L.W., Y.D., C.Z.), Beijing Jishuitan Hospital, Beijing, China; Department of Orthopedic Oncology (Z.Z.), Third Hospital of Hebei Medical University, Shijiazhuang, Hebei, China; Beijing Institute of Traumatology and Orthopedics (C.W.), Beijing, China; Aging Branch (N.V.), National Research Council, Neuroscience Institute, Padova, Italy; Department of Radiology (G.G. giuseppe.guglielmi@unifg.it) University of Foggia, Foggia, Italy; Department of Radiology (G.G.), Scientific Institute “Casa Sollievo della Sofferenza” Hospital, San Giovanni Rotondo, Foggia, Italy.

*These authors contributed equally to this work.

PURPOSE
We aimed to assess the reliability of measuring the fat content of the lumbar vertebral marrow and the paraspinal muscles using magnetic resonance imaging (MRI) mDIXON-Quant sequence.

METHODS
Thirty-one healthy volunteers were included. All participants underwent liver mDIXON-Quant imaging on a 3.0 T Philips MRI scanner by observer A. Within 2 weeks, observer B repeated the scan. After the examination, each observer independently measured the fat content of the third lumbar vertebra (L3), and the psoas (PS), erector spinae (ES), and multifidus (MF) muscles on central L3 axial images. After 2 weeks, each observer repeated the same measurements. They were blinded to their previous results. Reliability was estimated by evaluating the repeatability and reproducibility.

RESULTS
The repeatability of the fat content measurements of L3, PS, ES, and MF was high. The intraclass correlation coefficients of the fat content of L3, PS, ES, and MF were 0.997, 0.984, 0.997, and 0.995 for observer A and 0.948, 0.974, 0.963, and 0.995 for observer B, respectively. The reproducibility of the measurement of the fat content of L3, PS, ES, and MF was high, and the interclass correlation coefficients were 0.984, 0.981, 0.977, and 0.998, respectively.

CONCLUSION
Using mDIXON-Quant imaging to measure the fat content of the lumbar vertebral marrow and paraspinal muscles shows high reliability and is suitable for use in clinical practice.

Fat is stored in adipose and in other tissues, such as the vertebral marrow and skeletal muscle (1–3). An excess infiltration of fat inside the muscle, which also occurs in skeletal muscles, is an important finding associated with several diseases such as impaired glucose tolerance (4), insulin resistance and type II diabetes (5), obesity (6), reduced muscle activity (7), clinical fractures (5), myositis, and probably cancer (8). Many studies have also reported increased fatty infiltration within the paraspinal muscles of patients with low back pain (9) and long-term denervation (10). The fat content within skeletal muscles may be influenced by age and sex (11), training situations (12), inactivity (12), and recently performed exercises (13). The extent of muscle fatty degeneration may be useful for diagnosis and treatment of some diseases. Bone marrow is a complex heterogeneous admixture, consisting of both hematopoietic and fatty marrow. In humans, increased vertebral marrow fat occurs with osteoporosis (14), aging (15), alcoholism (16), starvation (17), prolonged bed rest (18), spinal cord injury (19), cancer metastasis to bone, chemotherapy and radiation therapy (20). Among these diseases, osteoporotic fractures have a very high morbidity and mortality. Lifetime risk of any osteoporotic fracture is very high and lies within the range of 40%–50% for women and 13%–22% for men (21). Bone marrow fat plays an important role in bone loss; the measurement of marrow fat content might be a helpful tool to promote our understanding of osteoporosis. In particular, it could act as a marker for neoplastic bone marrow diseases and bone marrow healing. Therefore, an effective approach for quantitatively evaluating muscle and marrow fat would include accurate detection of disease and accurate grading of disease severity (22), to develop...
The fat content of the lumbar vertebral marrow and paraspinal muscles can be quantified by different methods, each with its advantages and drawbacks. Biopsy is an invasive procedure with a substantial degree of sampling error. Ultrasonography (US) is an alternative method for assessing intramuscular adipose tissue, based on echo intensity (24). US assessment for steatosis is usually subjective and significant observer variation can occur (25). The assessment of fat content through computed tomography (CT) is based on the characteristic attenuation of X-rays by different tissues, and lipid infiltration is the most widely accepted reason for decreased attenuation of muscle (2). Magnetic resonance imaging (MRI) appears to be the most objective and sensitive imaging method for the identification and quantification of marrow and muscle steatosis. Unlike US and CT, which assess muscle steatosis by proxy parameters (echogenicity and attenuation, respectively), MRI and magnetic resonance spectroscopy (MRS) can assess the amount of muscle fat content and marrow more directly. In comparison with previous studies (1, 26), MRI techniques possess the advantage of noninvasive tissue characterization in vivo for providing information about muscle structure, architecture, and metabolism in a single examination. MRI can be utilized to quantify the actual fat content of marrow and muscle noninvasively and repeatedly within the identical volume, and it is patient-friendly (27). The multi-echo two-point DIXON-Quant (mDIXON-Quant) sequence is a three-dimensional fast-field echo (3D-FFE) sequence that uses multiple acquired echoes to generate water, fat, and in-phase and opposed-phase images synthesized from the water-fat images. DIXON techniques are now available on the majority of clinical MRI systems with a different name (mDIXON, Philips; DIXON, Siemens; IDEAL, GE; and FatSep, Hitachi) (28). MRI using the mDIXON-Quant sequence has significant advantages over MRS, such as rapid and volumetric data acquisition with visualization of anatomical structures and quantification of fat content in a region-of-interest (ROI) (29). Multiple confounding factors including T2* decay, T1 bias, B0 field inhomogeneity, spectral complexity of fat, noise bias, and eddy currents were presently minimized with improvements of the technique (30, 31). T2* correction is the critical pre-step for quantitative water-fat imaging, and helps to predict the correct diagnosis of fat content in muscle and marrow (26). T1-bias effects were minimized by using a small flip angle excitation (30). Multiecho chemical shift-based water-fat separation methods have the ability to estimate and correct for field inhomogeneities using phase-correction algorithms (32), and the six peaks fat spectrum to model the spectral complexity of fat (33).

Since there is nearly no restriction on the echo times, mDIXON-Quant is different from other magnetic resonance fat quantification techniques. Full flexibility is provided by the sequence in selecting other parameters, such as scan time, resolution and field of view. The combination of fat fraction, T2*, R2*, water, in-phase, opposed phase images helps the radiologist for diagnosis. Tissue fat content measurement by MRI mDIXON-Quant is more efficient and accurate in a single sequence (34). However, only a few studies have attempted to measure fat content in the lumbar vertebral marrow and paraspinal muscles. This study aimed to assess the reliability of fat content measurement in lumbar vertebral marrow and paraspinal muscles utilizing MRI mDIXON-Quant.

Methods
Study design and participants
The calculation of sample size was based on the following criteria: 1) intraclass correlation coefficients (ICC_{inv}) or interclass correlation coefficients (ICC_{inte}) of less than 0.75 indicating poor agreement and an ICC_{inv} or ICC_{inte} greater than 0.9 indicated good agreement; 2) the number of observations per each healthy volunteer was 2; and 3) the target value was 0.80 and the confidence interval (CI) was 95%. The estimated minimum sample size required for analyzing agreement was 31 participants, based on Bonfett’s approximation (35).

Criteria for inclusion were age >18 years, no systemic inflammatory disease, no prior spine surgery, no scoliosis. Exclusion criteria were a general contraindication for MRI, prior spine surgery, presence of neurologic disorders, acute trauma, disorders of the spine, and systemic inflammatory disease.

The regional ethics committee approved the study and all participants provided informed consent (decision number: 201512-02).

mDIXON-Quant examinations and measurement
All volunteers underwent lumbar MRI mDIXON-quant on a 3.0 T scanner (Ingenia, Philips Healthcare) by one observer (X.C.) The second observer (G.G.) repeated the same examination within 2 weeks. Both observers had 15 years of experience. The mDIXON sequence is a 3D-FFE sequence, and uses multiple acquired echoes to generate water, fat, T2*, R2*, and in-phase and opposed-phase images synthesized from the water-fat images. The scan parameters of the single breath-hold mDIXON-Quant were as follows: repetition time, 9.1 ms; echo time 1, 1.33 Vms; 6 echoes with delta echo time, 1.3 ms; field of view, 180×140×90

| Table 1. Characteristics of the study participants (n=31) |
|-----------------|-----------------|-----------------|
| | Mean±SD | Range |
| Age (y) | 30.7±8.5 | 22–53 |
| Weight (kg) | 64.5±10.3 | 47–95 |
| Height (cm) | 167.8±7.3 | 153–185 |
| BMI (kg/m²) | 22.8±2.6 | 17.36–29.05 |
| WC (cm) | 82.4±7.3 | 68–99 |
| HC (cm) | 95.5±6 | 84–111 |
| L3 FF (%) | 35.05±11.02 | 19.87–64.96 |
| PS FF (%) | 3.46±1.28 | 0.56–6.21 |
| ES FF (%) | 5.32±3.55 | 1.12–18.85 |
| MF FF (%) | 5.39±3.29 | 1.44–19.38 |

SD, standard deviation; BMI, body mass index; WC, waist circumference; HC, hip circumference; L3, the third lumbar vertebra; FF, fat fraction; PS, psoas major muscle; ES, erector spinae; MF, multifidus muscle.
**Results**

The participants were 15 men and 16 women with a mean age of 30.74±8.46 years (range, 22–53 years). The participants’ basic characteristics and fat content results of L3 and paraspinal muscles were summarized in Table 1. The mean fat fraction of L3, PS, ES, and MF were 38.19%, 3.52%, 3.48%, and 3.53%, respectively, for men, and 32.11%, 3.40%, 7.06%, and 7.14%, respectively, for women.

**Statistical analysis**

Reliability was assessed based on the repeatability of the intraobserver agreement between the two measurements made by the same observer. The reproducibility of the interobserver agreement was assessed by the measurements of the two observers for each volunteer. ICC_{intra} or ICC_{inter} with 95% CI, and the Bland-Altman method were utilized to confirm the reliability of the mDIXON-Quant method in assessing fat content in the lumbar vertebral marrow and the lumbar paraspinal muscles. An ICC_{intra}/ICC_{inter} above 0.9 indicated high agreement (36). Raw data were used to evaluate repeatability. The average results of the two measurements by each observer were utilized to evaluate reproducibility (i.e., interobserver agreement).

Statistical analysis was executed utilizing SPSS for Windows, version 20.0 (IBM Corp.). A statistical difference level of α = 0.05 was used throughout.
for observer B (Table 2). The outcomes of the Bland-Altman plots and the ICC_{inter} were similar. The difference between the two assessments for L3, PS, ES, and MF for each observer did not vary in any systematic way over the range of measurement. The reproducibility of the assessment of fat content in L3, PS, ES, and MF was high, and the ICC_{inter} of the fat content was 0.984 (95% CI, 0.967–0.992), 0.981 (95% CI, 0.960–0.991), 0.977 (95% CI, 0.953–0.989), and 0.998 (95% CI, 0.996–0.999), respectively (Table 3). The outcomes of the Bland-Altman plots and the ICC_{inter} were similar. Bland-Altman analysis according to individual reader showed only very slight mean biases (L3, 0.1%; PS, 0.06%; ES, 0.1%; MF, 0.05%) (Figs. 2–5). The difference (L3, 0.107%; PS, 0.062%; ES, 0.093%; MF, 0.054%) between the two assessments for L3, PS, ES, and MF of each observer did not vary in any systematic way over the measurement’s range (Table 3).

### Discussion

Muscular fat plays a significant role in the metabolic state of skeletal muscle and in metabolic disorders, such as type 2 diabetes, and is associated with high-intensity pain, low back pain, structural abnormality, and disability in the lumbar spine (37). The biochemical and physiological roles of the intramuscular adipose tissue are not fully known. However, this unique fat deposition may have a similar function as visceral adipose tissue in terms of the risks of metabolic impairments, such as type 2 diabetes, and it may be an index of muscular dystrophy progression (23). And bone marrow fat plays an important role in bone loss. Consequently, accurate and noninvasive measurement of the fat content of the marrow and skeletal muscles is necessary for both exact detection of disease and exact grading of disease severity.

In this study, the reliability of fat content assessment in the lumbar vertebral marrow and the lumbar paraspinal muscles was evaluated using the mDIXON-Quant sequence. Our data demonstrated that measuring the fat content in the lumbar vertebral marrow and in the lumbar paraspinal muscles by utilizing the mDIXON-Quant sequence is highly reliable, repeatable, and reproducible. This factor ensures reliable data collection in epidemiologic surveys and in clinical practice when assessing muscle quality by monitoring morphologic changes, such as muscular atrophy and fatty infiltration. In this study, all ICC_{intra} and ICC_{inter} values were greater than 0.9.

Baum et al. (38) recently reported that the fat content of L1–L5 was 38.8%±7.6% in males and 31.5%±12.4% in females. L3 marrow fat content in our study was 35.05%±11.02%, which is consistent with their results. The fat content in the bone marrow usually increases with age. In other studies, the marrow fat was 60.4%±10.1% in L1–L4 (83 postmenopausal women, aged 62.8±6.6 years) (39), 56.9%±7.0% in L1–L4 (58 postmenopausal females, age range 49.2–77.4 years) (40). In another study, we measured lumbar vertebral bone marrow fat content in males as 34.1%±8.4% for 21–30 years up to 46.2%±7.4% for 61–70 years, and in females as 29.7%±7.1% for 21–30 years up to 52.5%±8.2% for 61–70 years (41).

In this study, the fat contents of PS, ES, and MF were 3.52%, 3.48%, and 3.53% for men and 3.40%, 7.06%, and 7.14% for women, respectively. In the study of Fischer et al. (42), the fat content of the gastrocnemius muscle was 3.6%±4.7% in volunteers, and excellent linear correlation was shown for DIXON with phantoms and with MRS in patients. The mean fat percentage was 6%±1.6% for the nonaffected triceps brachii in the study of Duijnisveld et al. (10). Mengiardi et al. (43) reported the mean percentage fat content of the multifidus muscle as 14.5% (95% CI: 10.8%, 18.3%) in the volunteers.

The MRI mDIXON-Quant technique has been widely utilized in other literatures to quantify hepatic steatosis and is increasingly utilized to quantify intramuscular fat (44–47) and bone marrow fat. The mDIXON-Quant imaging technique permits a more rapid and accurate measurement of the fat content of tis-
ise in a single sequence (34). This approach permits confirmation of the fat-to-water ratio and correction of $T_2^*$ effects without the necessity for extra sequences to address mapping and potential misregistration of the image (34). The multiecho chemical shift-based water-fat separation techniques has been shown to be in good one-to-one agreement with the chemically calculated fat fraction in vivo in water-fat bone phantoms ($R^2=0.97$) and with the MRS-based fat fraction in vivo in the bone marrow of the proximal femur ($R^2=0.87$) and lumbar vertebrae ($R^2=0.959$) (33, 39, 48). The study of Lee et al. (49) also showed that fat fraction of phantoms measured with mDIXON MRI was strongly correlated with actual fat content of lumbar vertebrae ($P<0.01, R^2=0.93$). One study (42) demonstrated that mDIXON-Quant imaging allows accurate measurement of muscle fat content in a phantom as well as in patients and healthy volunteers. In that study, the in vivo results of mDIXON-Quant and MRS were closely and significantly matched. Another study (28) compared different DIxon-based fat quantification methods using MRS as the standard of reference, and found that mDIxon-Quant imaging had good linearity and low variability when used to quantify intramuscular fat; a low flip angle was suggested to be used to reduce $T_1$ effects. Compared with MRS, in vitro in fat-water phantoms, all mDIxon sequences correlated significantly with MRS ($r>0.97, P<0.002$) (28).

The mDIXON-Quant imaging technique potentially has significant advantages over MRS, such as fast volumetric coverage of the muscular anatomy, with the potential for postprocessing, such as multiplanar reformulation (50). In addition, mDIXON-Quant imaging can obtain $R_2^*$ mapping, which has multiple applications in MRI, such as for detecting superparamagnetic iron oxide, assessing blood oxygenation, and evaluating tissue iron levels (51). The study of Serai et al. (52) shows that hepatic fat fraction measurement by utilizing mDIXON Quant and IDEAL IQ can be highly reproduced across imaging platforms, readers, and field strengths, with only minimal average bias that is probably clinically irrelevant in most cases. The potential causes of differences between two techniques include incompletely corrected fat bias, technical differences, and calculation differences (52).

The paraspinal muscle cross-section area is largest overall at the L3–L4 level (53). Therefore, we chose to measure the fat content in the lumbar vertebral marrow and lumbar paraspinal muscle on central L3 axial images. Analysis of the fat content was performed through ROI analysis. In the present study, we selected an anatomical approach and included the entire muscle in the ROI, based on the muscular compartment’s outline.

One limitation of this study was that there was no histologic determination, especially of the fat content distribution in each individual. However, biopsy is an invasive procedure, and is associated with a substantial degree of sampling error and complications, such as pain. Based on the above reasons, we did not perform biopsies for quantification of fat content. A second limitation is that the borders and position of the ROIs between each examination were not identical, which may lead to error in measurements. Finally, only 31 people were included. Larger sample sizes are certainly needed.

In conclusion, the repeatability and reproducibility of fat content measurement in the lumbar vertebral marrow and lumbar paraspinal muscles utilizing mDIXON-Quant sequence were high. This technique may provide a new and easier approach for lumbar vertebral marrow and lumbar paraspinal muscle fat content quantification, and it could help explore risks associated with diseases such as osteoporosis and diabetes.

Conflict of interest disclosure
The authors declared no conflicts of interest.

Research Funding
This work was supported by Beijing Municipal Bureau of Health of 215 program [grant number 2009-02-03]; and Capital Health Research and Development of Special [grant number 2014-2-1122]. The funding agencies had no role in the study design, the collection, analysis, or interpretation of data, the writing of the report, or the decision to submit the article for publication.

References


Mcgraw KO, Wong SP. Forming inferences about some intraclass correlation coefficients. Psychol Methods 1996; 1:30–46. [CrossRef]


Reeder SB, Sirlin CB. Quantification of liver fat with magnetic resonance imaging. Magn Reson Imaging Clin N Am 2010; 18:337–357. [CrossRef]


Lee SH, Lee YH, Hahn S, Suh JS. Fat fraction estimation of morphologically normal lumbar vertebrae using the two-point mDixon turbo spin-echo MRI with flexible echo times and multipake spectral model of fat: Comparison between cancer and non-cancer patients. Magn Reson Imaging 2016; 34:1114–1120. [CrossRef]


Serai SD, Dillman JR, Trout AT. Proton density fat fraction measurements at 1.5- and 3-T hepatic MR imaging: same-day agreement among readers and across two imager manufacturers. Radiology 2017; 284:244–254. [CrossRef]